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Product dimensions
X100 Series LED examination light

*Recommended mounting height
150 - 200mm from surface

of examinbation couch/table
to underside of wall bracket

All measurements in millimetres (unless otherwise stated)

XRAIL
Wall mountable rail

(sold separately)

*All dimensions shown in red are based on a suggested mounting height. 
For specific applications and environments, the mounting bracket should 
be installed at a height so that, when fitted, the lighthead is as near to the 
required position as possible. Actual location should be dependent on 
intended use and desired reach. Common sense should always prevail.

*

If you require any assistance determining the optimum fixing 
position for your light, please call our Service Delivery Team on 
0800 804 8384 for advice and support.


